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CHECKLIST: Place a mark in the hox by each item if found 1o be safistactory or If operaling within established limits. (Wilte in observed values
where determined.) Unmarked items must be corrected befors using Insirumant.
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Run three tests using a standard solution. All three lests must be within £5% of the standard valus and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

@:0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE
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RISBURG, PA 17111- 4541 o TELEPHONE: 717-564-5470

A, ®
{JAI@“ GUTH LABORATORIES, INC.
1\/ 590 NORTH B7ih STREET ¢ HAR

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples

Alcohol Reference Sol

of Lot Number 14110 of

ution for Simulator were analyzed by

gas chromatography on May 5, 2014, using a Perkin Elmer Gas Chromatograph
Autosystem XL S/N: 610N9030209, and found to contain 0.1206% (w/vol)
ethyl alcohol. The expiration date for this tot

number is May 1,2016 at 11:59 PM.

When used in a

calibrated Simulator, operating at

34°C  +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and

water used in this solution were

frec of test interfering substances.

NIST Traceability:

Testing was conducted using Cerilliani
valwes are traceable 1o NIST.

All balances are calibrated aitnually by
Calibration verification is done prior to ¢

Ted L. Pauley, President
GUTH LABORATORIES, INC.

Reference Standard lot number FNI22211-02 whose

an outside agency using NIST traceable weights,
ach wse utilizing NIST traceable weights,




CERTIFIED ALCOHOL REFERENCE

SOLUTION FOR SIMULATOR
14110 511114 5/1/16
LOT NO. MFG. DATE EXP. DATE
275 Gal, 500 ML
LOT VOL. BOT. VOL. BOT, NO.

When this reference solution is used with a breath
simulator certified by Guth Laboratories, a properly
operating instrument will read 0.10
For additional information contact:

Guth Laborateries, Ine,

590 North 67 Street, Harrisburg, PA 17111

Toll Free 800-233-2338 m
Rev. 4/02 ®




